
AT.Shooter A1-2000 with  
VISCOJECT-BIO 1.8 Cartridge Set
Handling instructions for  
non-preloaded ZEISS MICS IOLs

Place a small amount of OVD* in the cartridge 
tip. Place a line of OVD in each channel of the 
cartridge.
Do not touch the front tip of the cartridge.

Place the lens in the center of the opened 
cartridge. For high diopter toric IOLs, mind 
the meridian marks.

Pull the lens gently from its holder using a 
forceps with fine tips.
Do not let the IOL dry up.
Do not use the fluid from the bottle for 
ocular irrigation.

Place the cartridge into the loading deck of 
the shooter and push it forward.

7

Maintain the IOL in place with the folding 
forceps while closing the cartridge. Close the 
cartridge until you hear a click.

4

Mount the tip holder onto shooter tip. 
Insert the plunger into the recess of the blue 
silicone tip and remove the tip from its holder 
by retracting the plunger.

6

321

 Control the position of the lens within the 
channel of the closed cartridge. Haptic must 
be freely movable.

5

Gently push the plunger with the blue 
silicone tip mounted on it straight into the 
cartridge channel and start to push the lens 
forward.

8

Check the correct positioning of the lens. 
Gently push forward the lens until it becomes 
visible in the tip of the cartridge. Start 
implantation of lens.

9

Please refer to our web site for the most up-to-date references.

VISCOJECTTM- BIO 1.8 Cartridge Set AT.Shooter A1-2000

*Carl Zeiss Meditec recommends the use of ZEISS OVDs.



en
-O

US
_3

2_
02

2_
01

70
I 

CZ
-V

III
/2

02
3 

In
te

rn
at

io
na

l e
di

tio
n:

 O
nl

y f
or

 s
al

e 
in

 se
le

ct
ed

 c
ou

nt
rie

s.
Th

e 
co

nt
en

ts
 o

f t
he

 b
ro

ch
ur

e 
m

ay
 d

iff
er

 fr
om

 th
e 

cu
rre

nt
 s

ta
tu

s o
f a

pp
ro

va
l o

f t
he

 p
ro

du
ct

 o
r s

er
vi

ce
 o

ffe
rin

g 
in

 y
ou

r c
ou

nt
ry

. P
le

as
e 

co
nt

ac
t o

ur
 re

gi
on

al
 re

pr
es

en
ta

tiv
es

 fo
r m

or
e 

in
fo

rm
at

io
n.

 
Su

bj
ec

t t
o 

ch
an

ge
s i

n 
de

sig
n 

an
d 

sc
op

e 
of

 d
el

iv
er

y a
nd

 d
ue

 to
 o

ng
oi

ng
 te

ch
ni

ca
l d

ev
el

op
m

en
t. 

VI
SC

OJ
EC

T 
is 

a 
tra

de
m

ar
k 

of
 M

ed
ice

l.
©

 C
ar

l Z
ei

ss
 M

ed
ite

c 
AG

, 2
02

3.
 A

ll 
rig

ht
s r

es
er

ve
d.

 

Carl Zeiss Meditec AG
Goeschwitzer Strasse 51–52
07745 Jena
Germany
www.zeiss.com/injectors
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AT.Shooter A1-2000
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VISCOJECT-Bio 1.8 Cartridge Set

Medicel AG
Dornierstrasse 11
9423 Altenrhein
Suíça
www.zeiss.com/injectors
www.zeiss.com/med/contacts


