
AT ELANA 841P
Handling instructions

Preparatory steps

Verify the lens is centered and secure in the IOL chamber. Cover the whole lens and blue plunger tip with a generous 
amount of OVD. Avoid touching the lens and blue plunger tip.

Close the lid of the IOL chamber.
IMPORTANT: Allow the lens to remain in this position until the 
surgeon is ready to implant it into the eye.

Injection: Ensure that loading chamber wings are facing upwards.

Discard the device. Do not reuse the injector.

Implantation steps
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3

Slowly advance the lens until it has been released from the injector. 
If delivery is incomplete, apply additional force to the thumb flange 
to release the lens. Assistance feature: The ramp stop at the back 
of the injector helps control excess travel of the plunger at the end 
of IOL delivery.

Carefully position the lens in the capsular bag.
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Advance the lens to the intermediate position. Gently press the 
plunger forward until an audible ‘click’ is heard.
IMPORTANT: The lens should be implanted immediately.

4

clickintermediate position

thumb 
flange

ramp 
stop



en
-O

US
_3

2_
01

2_
00

51
I 

CZ
-X

I/2
02

1 
In

te
rn

at
io

na
l e

di
tio

n:
 O

nl
y f

or
 s

al
e 

in
 se

le
ct

ed
 c

ou
nt

rie
s.

Th
e 

co
nt

en
ts

 o
f t

he
 b

ro
ch

ur
e 

m
ay

 d
iff

er
 fr

om
 th

e 
cu

rre
nt

 s
ta

tu
s o

f a
pp

ro
va

l o
f t

he
 p

ro
du

ct
 o

r s
er

vi
ce

 o
ffe

rin
g 

in
 y

ou
r c

ou
nt

ry
. P

le
as

e 
co

nt
ac

t o
ur

 re
gi

on
al

 
re

pr
es

en
ta

tiv
es

 fo
r m

or
e 

in
fo

rm
at

io
n.

 S
ub

je
ct

 to
 c

ha
ng

es
 in

 d
es

ig
n 

an
d 

sc
op

e 
of

 d
el

iv
er

y a
nd

 d
ue

 to
 o

ng
oi

ng
 te

ch
ni

ca
l d

ev
el

op
m

en
t. 

AT
 E

LA
NA

 8
41

P 
is 

ei
th

er
 a

 tr
ad

em
ar

k 
or

 re
gi

st
er

ed
 tr

ad
em

ar
k 

of
 C

ar
l Z

ei
ss

 M
ed

ite
c 

AG
 o

r o
th

er
 c

om
pa

ni
es

 o
f t

he
 Z

EI
SS

 G
ro

up
 in

 G
er

m
an

y a
nd

 / o
r o

th
er

 c
ou

nt
rie

s.
©

 C
ar

l Z
ei

ss
 M

ed
ite

c 
AG

, 2
02

1.
 A

ll 
rig

ht
s r

es
er

ve
d.

Carl Zeiss Meditec AG
Goeschwitzer Strasse 51–52
07745 Jena
Germany
www.zeiss.com/elana
www.zeiss.com/med/contacts
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